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Abstract. The In-service Aircraft for a Global Observing
System (IAGOS) is a European research infrastructure that
equips the Airbus A340/330 with a system for monitoring at-
mospheric composition. The IAGOS instruments have three
different configurations: IAGOS-Core, IAGOS – Measure-
ment of Ozone and Water Vapor by Airbus In Service Air-
craft (IAGOS-MOZAIC) and IAGOS – Civil Aircraft for the
Regular Investigation of the atmosphere Based on an Instru-
ment Container (IAGOS-CARIBIC). Since 1994, there have
been a total of 17 aircraft equipped. In this study, we per-
form an intercomparison of about 8000 landing and takeoff
profiles to compare the O3 and CO measurements performed
from these different configurations. The collocated profiles
used in the study met various selection criteria. The first was
a maximal 1 h time difference between an ascent or descent
by two different aircraft at the same airport and the second
was a selection based on the similarity of air masses based on
the meteorological data acquired by the aircraft. We provide
here an evaluation of the internal consistency of the O3 and
CO measurements since 1994. For both O3 and CO, we find
no drift in the bias amongst the different instrument units (six
O3 and six CO IAGOS-MOZAIC instruments, nine IAGOS-
Core Package1 and the two instruments used in the IAGOS-
CARIBIC aircraft). This result gives us confidence that the
entire IAGOS database can be treated as one continuous pro-
gram and is therefore appropriate for studies of long-term
trends.
1 Introduction
The In-service Aircraft for a Global Observing System (IA-
GOS; https://www.iagos.org, last access: 10 May 2021) is a
European research infrastructure (Petzold et al., 2015) that
was officially launched in 2011 to equip Airbus A340/330
long-haul passenger aircraft with a newly designed system
(named IAGOS-Core) for collecting data on gases, aerosol
and trace species throughout the troposphere and lower
stratosphere and maintaining the fleet of the former Mea-
surement of Ozone and Water Vapor by Airbus In Service
Aircraft (MOZAIC; now IAGOS-MOZAIC; Marenco et al.
(1998)) projects and the Civil Aircraft for the Regular Inves-
tigation of the atmosphere Based on an Instrument Container
(CARIBIC I and II; now IAGOS-CARIBIC; Brenninkmeijer
et al., 1999, 2007, https://www.caribic-atmospheric.com, last
access: 10 May 2021).
The IAGOS program was inspired by the Global Atmo-
spheric Sampling Program (GASP) that was started by the
National Aeronautics and Space Administration (NASA) in
1975 (Perkins and Papathakos, 1977; Falconer et al., 1978;
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Figure 1. IAGOS aircraft fleet routes per airlines since 1994.
Falconer and Pratt, 1979) and showed that civil aircraft can
serve as a new kind of observing platform for the atmosphere
and can provide high temporal and spatial resolution for a rel-
atively low cost compared to dedicated research aircraft field
campaigns (Eyres and Reid, 2014). In the 1990s, the Euro-
pean aircraft manufacturer Airbus, concerned by the proba-
ble growing impact of the aeronautical industry on climate,
supported the Centre National de la Recherche Scientifique
(CNRS) to develop the MOZAIC program with five long-
range Airbus A340s permanently equipped with sensors to
sample O3 (Thouret et al., 1998), water vapor (Helten et al.,
1999; Smit et al., 2014), CO (since 2001; Nédélec et al.,
2003) and NOy (2000–2005; Volz-Thomas et al., 2005). At
about the same time, the CARIBIC program was launched in
Germany with a different but complementary approach com-
pared to MOZAIC. In MOZAIC, measurements of few key
atmospheric components are taken on every flight made by
the aircraft. In CARIBIC, every month, a 1 t capacity air-
craft freight container is loaded onto an aircraft to sample
a large number of atmospheric species (up to 100 species).
Originally planned for few years of operation, strong long-
term support from the French and German ministries of re-
search, the European Union (UE Framework Program fund-
ing) and the participating airlines (Air France, Lufthansa,
Iberia, Cathay Pacific, China Airlines, Hawaiian Airlines,
Austrian Airlines, Air Namibia, Sabena) has allowed IAGOS
to equip 17 aircraft in 25 years (nine retired), delivering an
impressive amount of measurements, both at cruising altitude
(about 180 hPa) and during landings and takeoffs over cities.
It represents more than 60 000 flights of 6 to 8 h duration in
average and around 120 000 profiles over 338 cities. In total,
it is about 3.5 million points of observation spread around
the world (see Fig. 1). A more detailed overview of the IA-
GOS program and instruments can be found in Petzold et al.
(2015).
Here, we focus on the O3 and CO data measured within
the IAGOS program. These two atmospheric components
have been identified as essential climate variables (GCOS,
2010) for which long-term monitoring is a key requirements
for climate change projections. O3 is the third most effective
climate forcer in the upper troposphere–lower stratosphere
(UTLS) after CO2 and CH4 (IPCC, 2013) and it has a detri-
mental impact on the human health. CO leads the production
of O3 by oxidation by the hydroxyl radicals (OH) and, at the
same time, affects the oxidation potential of the troposphere
(CO can act to both create and destroy OH) (Feilberg et al.,
2002). CO, as primary pollutant formed by combustion pro-
cesses, is also a good proxy to track troposphere–stratosphere
vertical transport and transcontinental transport pathways of
plumes due to its relative long lifetime.
Until the 1990s, ozonesondes (i.e., the World Ozone and
Ultraviolet Radiation Data Centre; WOUDC) used to be the
primary source of information on long-term changes of tro-
pospheric O3 (Tanimoto et al., 2015) besides the monitor-
ing ground stations (i.e., the World Data Centre for Green-
house Gases; WDCGG) for the lower troposphere. For CO,
the global sustainable observations for the troposphere came
in 1999 with the satellite MOPITT (Measurements of Pol-
Atmos. Meas. Tech., 14, 3935–3951, 2021 https://doi.org/10.5194/amt-14-3935-2021
R. Blot et al.: IAGOS O3 and CO internal consistency 3937
lution in the Troposphere), also supported for validation by
ground stations and research aircraft campaigns. O3 and CO
measurements have been part of the MOZAIC system since
1994 and 2001, respectively, with a large spatial and tempo-
ral coverage over different regions. Compared to other plat-
forms, the IAGOS measurements are in situ and the sam-
pling techniques and the calibration strategies have remained
the same since the beginning of the program (Nédélec et al.,
2015). The avionic setup and the certification processes have
evolved to comply with current aeronautical civil safety reg-
ulations. Because of this long-term continuity, the IAGOS
dataset is particularly adapted to studies of decadal trends
and climatologies (Thouret et al., 2006; Zbinden et al., 2006;
Hess and Zbinden, 2013; Zhang et al., 2016; Petetin et al.,
2016a, b, 2018b; Gaudel et al., 2018; Cohen et al., 2018) and
also air quality studies in and around urban agglomerations
in the lower troposphere (Petetin et al., 2018a) thanks to the
many international airports that serve big cities.
Supported by the European IAGOS for the Atmospheric
Service (IGAS) project (see Petzold et al., 2015 and http:
//www.igas-project.org/, last access: 10 May 2021) launched
in 2013, great efforts have been made to document stan-
dard operating procedures and to implement robust quality
assurance and quality control (QA/QC) procedures for each
measured atmospheric component. As a long-term monitor-
ing program and planned to last as long as it gets support
from the aeronautical industry and public research entities,
it is of primary importance to guarantee the traceability of
the data and to regularly track the performance of the instru-
ments in order to ensure a consistent time series. In this pa-
per, we present results which are part of the procedures for
the QA/QC routinely performed within the IAGOS program.
We investigate the internal consistency of the IAGOS dataset
over the period 1994–2020, for O3 and CO, by intercompar-
ing co-located IAGOS measurements obtained from the dif-
ferent aircraft of the fleet.
This study is organized as follows: Sect. 2 describes the
instrumentation. The focus here is not to provide details on
the IAGOS-MOZAIC, IAGOS-Core and IAGOS-CARIBIC
aeronautical system setup since all the descriptions can al-
ready be found in their associated publications Marenco
et al. (1998), Nédélec et al. (2015) and Brenninkmeijer et al.
(2007). Similarly, description of the corresponding instru-
ments measuring O3 and CO can also be found in Thouret
et al. (1998), Nédélec et al. (2003, 2015), Zahn et al. (2012)
and Scharffe et al. (2012). However, for a smooth reading
of the paper, some key details of the project concepts are
provided. Each subprogram will hereafter be referred to as
MOZAIC, IAGOS and CARIBIC (all being part of the IA-
GOS infrastructure). In Sect. 3, we will briefly describe the
QA part of the standard operation procedures (SOPs) that
each O3 and CO sampling unit undergoes before, during and
after installation on the different IAGOS aircraft. In the two
last sections, the methodology used to evaluate the long-term
internal consistency of IAGOS O3 and CO, and then the
global results since 1994 are presented.
2 Instrumentation
2.1 Concept overview
Equipping passenger aircraft with scientific instrumentation
for atmospheric observations requires a unique and original
approach in order to match scientific needs with the safety
rules in the airline industry. Airborne observation programs
using civil aircraft as a measurement platform share the same
core characteristics. First, in-flight operations (system pow-
ering, measurements, calibration, data acquisition and safety
checks) must be completely automatic with no attention re-
quired by the flight crew. Secondly, system maintenance
should never interfere with the aircraft schedules. Finally,
and maybe the most challenging, all equipment and struc-
tural modifications added to the aircraft (support racks, in-
lets, etc.) must meet the requirements of either the European
Aviation Safety Agency (EASA), Federal Aviation Admin-
istration (FAA) or any other legal airworthiness institution.
This is covered by the deliverance of a supplemental type cer-
tificate (STC). All measuring, controlling and safety systems,
are powered by the aircraft facilities. Besides the deployment
of dedicated scientific instruments, flight navigation and me-
teorological (see Table 1) data made by the aircraft system
itself are collected using the Aeronautical Radio Inc. (AR-
INC) protocol.
2.2 Fleet
Table 2 presents the list of aircraft that have been equipped
with the MOZAIC, the IAGOS and CARIBIC systems. Since
1994, nine international airlines, with 17 aircraft in total,
with their home bases in various airports, have joined the
programs. For MOZAIC, five Airbus A340s were equipped
before delivery during the aircraft manufacturing at the Air-
bus facilities in Toulouse. This process was not applied for
the IAGOS system. It can be noted that aircraft with a man-
ufacturer serial number (MSN) lower than 100 carried the
MOZAIC measuring system for over 10 to 20 years until
the last aircraft retired in 2014. The CARIBIC cargo con-
tainer first flew on a Boeing 767 from LTU between 1997
and 2002 before an A340 (D-AIHE) from Lufthansa (DLH).
First the DLH IAGOS aircraft, the A340 MSN 304 D-AIGT,
joined the fleet in 2011. During the following 6 years, nine
additional A340s or A330s were equipped with the system.
For IAGOS, the aircraft modification is performed during the
long maintenance layovers which occur roughly every 5 to
10 years of aircraft lifetime. Some IAGOS equipped aircraft
are retired earlier than others depending on the requirements
of the airline. Between 2011 and 2014, four IAGOS, one
CARIBIC aircraft and three MOZAIC A340s were operat-
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ing. This allows us, later in this study, to compare the perfor-
mance of the three different systems together.
2.3 System setups
Figure 2 shows the MOZAIC system installation inside one
of the five equipped A340s. All the mechanical parts and
other equipments were covered by an Airbus certification. An
instrument cabinet rack was located at the starboard side in
the avionics bay below the cockpit. The rack was composed
of five shelves that received removable/replaceable units. The
upper shelf contained a commercial O3 analyzer (Thermo
Scientific, model 49), the computer that controls the safety of
the systems, the system start at takeoff and the stop at land-
ing, the ARINC data acquisition and the data backups. On
the third shelf, there was a modified CO instrument (Thermo
Scientific, model 48 CTL; Nédélec et al., 2003) (this is the
configuration post-2001), and below, there were the pres-
surization pumps (one for CO and one for O3) that drive
the air from outside the aircraft through an inlet plate (see
Fig. 3a and b) located on the fuselage at the port side. The
data were stored on personal computer memory card interna-
tional (PCMCIA) disks replaced roughly every 2 months. In
the case of O3 and CO instrument failure, the units could
be independently replaced by spares. In total, through the
MOZAIC period, from 1994 to 2014, six identical O3 an-
alyzers and six identical CO analyzers with the same mea-
Figure 2. Picture of the MOZAIC system located on a A340 star-
board side. See text for a brief description.
surement uncertainties (see Table 3) were dispatched over the
five MOZAIC aircraft, meaning that during the deployment
period, only one spare was available at any one time. In the
rest of this study, MOZAIC instrument serial numbers (SNs)
are referred to SNPM (01PM, 02PM, 03PM, etc.).
In 2009, CNRS and Forschungszentrum Jülich (FZJ) initi-
ated the project to modernize the MOZAIC system to pro-
duce a more sustainable concept that would be compliant
with the safety regulations of any country. Figure 4 shows
a picture of the system inside an A330 aircraft (which shares
a similar fuselage to the A340). The setup differs totally from
the MOZAIC system. The new cabinet rack is located in the
avionics compartment on the aircraft’s port side, close to the
inlet plate. One of the reasons for changing the position of
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Table 2. List of the aircraft manufacturer serial number (MSN) equipped with the IAGOS-MOZAIC, IAGOS-Core and IAGOS-CARIBIC
systems since 1994.
Project No. Airline Type MSN Tail sign Installed in Based in Dates
IAGOS- 1 Air France (AFR) A340 49 retired Airbus Toulouse Paris 1994 to 2004
MOZAIC 2 Multiple airlines∗ A340 51 retired Airbus Toulouse Paris/Frankfurt 1994 to 2013
Bruxelles/Windhoek
3 Lufthansa (DLH) A340 35 retired Airbus Toulouse Frankfurt 1994 to 2014
4 Lufthansa (DLH) A340 53 retired Airbus Toulouse Frankfurt 1994 to 2014
5 Austrian (AUS) A340 75 retired Airbus Toulouse Vienna 1995 to 2006
IAGOS- 6 Lufthansa (DLH) A340 304 D-AIGT Hamburg/Frankfurt Frankfurt 2011 to now
Core 7 China Airlines (CAL) A340 433 retired Taipei Taipei 2012 to 2017
8 Air France (AFR) A340 377 retired Paris Paris 2013 to 2019
9 Cathay Pacific (CPA) A330 421 B-HLR Xiamen Hong Kong 2013 to now
10 Iberia (IBE) A340 221 retired Tel Aviv/Madrid Iberia 2014 to 2016
11 Lufthansa (DLH) A330 989 D-AIKO Malta 2015 to now
12 China Airlines (CAL) A330 861 B-18317 Taipei Taipei 2016 to now
13 Hawaiian Airlines (HAL) A330 1259 N384HA Brisbane/Honolulu Honolulu 2017 to now
14 Air France (AFR) A330 657 F-GZCO Xiamen Paris 2017 to now
15 China Airlines (CAL) A330 838 B-18316 Taipei Taipei 2017 to now
IAGOS 1 LTU Boeing 767 24259 retired Hamburg Munich 1997 to 2002
CARIBIC I
IAGOS 2 Lufthansa (DLH) A340 540 D-AIHE Hamburg Munich 2004 to 2020
CARIBIC II
∗ This aircraft was operated first by Air France, then Sabena (ex-Sogerma) (SAB), then Lufthansa and finally Air Namibia (SW).
the cabinet rack from the starboard side to the port side is
that on modern aircraft the area that is used to house the
MOZAIC cabinet is usually occupied by the in-flight enter-
tainment system. The advantage of the new position on the
port side was that it is closer to the inlet plate. The cabi-
net rack was completely redefined in order to house three
removable boxes: one for the pressurization pumps, one for
O3 and CO measurements, the so-called “Package1” (or P1),
and a third box for either one of the two optional certified
“Package2” (or P2), one for CO2 and CH4 measurements
(Filges et al., 2015) and one for NOx measurements (Berkes
et al., 2018). Compared to MOZAIC, for which O3 and CO
were acquired by two separate instruments, the choice for
IAGOS was to compact both units into the same box. The
measurement characteristics, however, remain the same (see
Table 3). P1 also serves as the central data acquisition system
that collect the aircraft ARINC data, the IAGOS Capacitive
Hygrometer (ICH; Helten et al., 1999) data, data from the
Backscatter Cloud Probe (BCP; Beswick et al., 2014) and
data from Package2 if installed. The data files are transferred
to the IAGOS server at CNRS in Toulouse by the Global Sys-
tem for Mobile (GSM) each time the aircraft cargo door is
opened/locked up on the ground and if the modem manages
to connect to 2G/3G network for several minutes. In 2020, 14
P1 units were distributed over seven IAGOS aircraft. There-
fore, there was one spare unit per aircraft. Each P1 has a se-
rial number from 02 to 16. Serial number 01 was a qualifi-
cation prototype that has not been used since the operational
phase of the program started in 2011, and there is no serial
number 13.
Within the CARIBIC I and II programs, CO and O3 mea-
surements were performed by two separate units embedded
into an modified air freight cargo container that additionally
contained more than a dozen other instruments with a total
weight of about 1.5 t (Fig. 5). The Lufthansa aircraft, which
hosts the CARIBIC container, were modified for the struc-
tural addition of an certified inlet system that holds differ-
ent air intake probes (see Fig. 3d) whether for aerosols, trace
gases or water sampling. The container is loaded onto the
aircraft for sequences of four to six flights with variable des-
tinations. After takeoff, the main power supply is switched
on and a master computer (also in the container) takes com-
mand of all instrument activations/deactivations in addition
to the acquisition of the ARINC parameters (see Table 1) and
other data concerning the functional status of the container.
In contrast to MOZAIC and IAGOS which start the trace
gases measurements during the takeoff phase (aircraft speed
> 25 ms−1), the master computer starts the measurements at
cruise altitude for CARIBIC I and when the barometric alti-
tude (baro-altitude) is higher than about 2.5 km above ground
for CARIBIC II. For that reason and because this study will
focus only on profiles, the data from CARIBIC I will be dis-
carded. O3 measurements are performed by a custom-made
instrument by Karlsruher Institut für Technologie (KIT) that
combines the use of two sampling techniques in one box;
the chemiluminescence of a dye in reaction with O3 and the
absorption of the UV light by O3. CO mixing ratios are pro-
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Table 3. Summary of the CO and O3 instrument characteristics. Maximum spatial resolutions are just indicative values and are given for
civil-aircraft-approximated maximum ascent and descent speed of 15 and 250 ms−1 during cruise.
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Figure 3. Pictures of the inlet plates used throughout the various
programs. In panels (a), (b) and (c), air for O3 and CO measure-
ments is collected through the small forward-facing pitot tube. In
panel (c), it is done using the lowest small inlet. Other inlets and
Rosemount pitots are for water, aerosol or other gas measurements.
The inlet shown in panel (b) was installed on one MOZAIC air-
craft (D-AIGI) with an additional Rosemount inlet for NOy/NOx
measurements. It is the precursor of the IAGOS inlet.
vided, in CARIBIC II, by a custom-improved version of the
Aero-Laser model AL 5002 fast-response UV resonance flu-
orescence instrument. Characteristics, precisions and uncer-
tainties are also summarized in Table 3 for both instruments.
CARIBIC aircraft flight sequences are roughly every 30 to
60 d (depending on routes, aircraft availability and the avail-
ability of the instruments); therefore, the need to have several
spare units is less crucial compared to IAGOS and MOZAIC.
Between each period of operation, all instruments can be
maintained and redeployed for the next flight sequences.
3 Standard operation procedures
3.1 MOZAIC and IAGOS
Before deployment, each measuring unit is cleaned and
maintained by a subcontractor that holds an EASA Part
145 agreement1 and according to the corresponding compo-
nent maintenance manual (CMM), the latter being an official
traceable document in regard of the awareness safety rules.
All the performed tasks are also traced within an CNRS inter-
nal QA/QC document opened for each new maintained unit.
After maintenance, O3 and CO from P1 and the MOZAIC in-
struments are calibrated in the laboratory in Toulouse by the
CNRS. For O3, it is performed by comparison with a Thermo
Scientific model 49PS reference instrument at several con-
centration levels to also check the instrument linearity within
1 %. The O3 reference is sent once a year to the French Labo-
ratoire National d’Essais (LNE) for comparison with a trace-
able National Institute of Standards and Technology (NIST)
instrument. For CO, we use a NIST-referenced CO cylinder
1Certification to the European Commission Regulation stan-
dards of design, production, maintenance and operation of aircraft
components.
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Figure 4. Picture of the IAGOS system setup in the avionics bay.
The pump box (small blue box in the upper left corner) embeds the
pressurization pumps that drive the outside air collected through the
pitot (see Fig. 3c) to Package1 (P1; big blue box). The system func-
tioning and safety are managed via the control panel and relay panel
seen in the lower part of the picture. The empty shelf is available for
Package2 instruments also developed within the IAGOS program.
Figure 5. Picture of the CARIBIC laboratory container (1.65 t,
19 instruments in 2017) inside the aircraft cargo bay.
(CO in N2, 500 ppmv) and a calibrated dilution system. Cal-
ibration is performed for several levels of CO to control the
linearity of the instrument within 2 %. The CO dilution sys-
tem is also controlled every year by the French LNE for flow
calibration. The last important step in the deployment pro-
cess is the systematic comparison with a MOZAIC measur-
ing system (identical to Fig. 2) that was kept in the laboratory
to serve as a reference. Comparison tests are performed, usu-
ally at night, using outside ambient atmospheric air, to make
sure that the maintained units are robust and that the mea-
surement difference with the reference instrument remained
below 2 % for O3 and 5 % for CO. After these tests have been
made, the units are sent to the airlines for a scheduled instal-
lation within the standard 6 months of operating time or for
an unscheduled replacement if one instrument failed prema-
turely. The shipping logistics for all IAGOS parts are handled
by the IAGOS Maintenance Center (IMC, Enviscope GmbH;
http://www.enviscope.de, last access: 1 September 2020).
The installation date of the unit (P1, PM O3 or PM CO)
is reported in the QA/QC document as the start of flight
period (FP) operation of the unit. The FP ends when the
unit is removed from the aircraft. FPs do not depend on
whether the instrument is performing measurements success-
fully, and during this period all instrument failures, main
aircraft events, maintenance actions by airline staff on the
IAGOS system and any noticeable issues that could impact
the O3 and CO measurements are reported and traced in the
QA/QC document within this time. FPs are named using the
aircraft MSN, the units SN and the number of the FP (e.g.,
FP0989-10-P1SN04 for operation FP number 10 of P1 se-
rial number 04 on DLH D-AIKO MSN0989). To refer to
the aircraft, the SN is used instead of the tail sign since air-
craft can be sold to another airline during its operating life.
Also, linked to the FP, instrument functional performance is
reported and updated. This is usually done by flagging the
functional parameters of the instrument according to previ-
ously defined thresholds of normally operating values.
After the 6-month deployment on the aircraft, the instru-
ments are returned to CNRS, and the O3 and CO instruments
are calibrated and checked for drifts against the laboratory
references. This is the last check before applying, if neces-
sary, a correction to the data and to finally deliver the Level 2
(L2) data to the scientific community.
3.2 CARIBIC
Because the container is set up aboard the aircraft for only a
few flights, the scientific instruments inside undergo less con-
straints due to the takeoffs and landings. Therefore, frequent
laboratory-based maintenance are not necessary and these
are performed roughly every 2 months (about eight flights).
The O3 instrument maintenance is done at KIT and mostly
consists in performing leak test cleaning, pressure tests and
the replacement of chemiluminescence sensor disk. All the
maintenance tasks are traced filling out a maintenance list
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and shipping list before reintegration in the container. The
functioning of the UV photometer is controlled every 4–
6 months by comparison with a KIT custom-made labora-
tory O3 instrument (using a Hg lamp as light source) and a
long-path UV reference photometer (UMEG GmbH) cross
checked by the World Meteorological Organization stan-
dard reference photometer no. 15 at the Swiss Federal Lab-
oratories for Materials Science and Technology (EMPA) in
Switzerland.
For the CO instrument, the main important maintenance
corresponds to the change of the MgF2 CO resonance lamp
window every 3 years in order to maintain a high photon
transmission statistic. This task was performed for the first
time in June 2008. More details can be found in the associ-
ated publication (Scharffe et al., 2012).
4 The internal consistency of IAGOS measurements
4.1 Background
The strategy of the program is to expand the number of
aircraft equipped with the IAGOS system and to get more
airlines (ideally, a minimum of two aircraft per airline) in-
volved in IAGOS. This has several advantages in addition
to feed the atmospheric science community with data with
more extensive global coverage. First, as maintenance ac-
tions can sometimes take weeks or months to be performed
on a single aircraft, multiple aircraft are necessary to ensure
the continuity of the time series, which is particularly im-
portant for the studies of trends. Secondly, multiple aircraft
offers the possibility to compare the different O3 and CO in-
struments that are installed on each aircraft by looking at tra-
jectory coincidences in time and space. During cruise legs,
trajectory coincidences (e.g., at least two aircraft that fol-
lowed a quasi-identical route) are occasionally possible and
are very useful in the data validation process. Unfortunately,
they do not occur often enough to generate robust statistics.
There are, however, many more landings or takeoffs which
fall within a maximum 1 h (1tmax ≤ 60 min) time window
and are suitable for intercomparison (see Fig. 6). Lufthansa
has been deeply involved in IAGOS with several equipped
aircraft since the beginning of MOZAIC and with several
aircraft equipped. As such, there are more than 3000 col-
located profiles. There are 340 in Taipei and 171 in Paris.
Airbus A330/A340 are long-haul aircraft which serve main
international airports. The landing and takeoff coincidences
are not necessarily between aircraft of the same airline and
more importantly, the mounted O3 and CO instruments are
dispatched randomly. Consequently, thanks to the large num-
ber of daily coincidences, it is possible to perform a quality
control on the O3 and CO measurements, getting a fair idea
on how each serial number instrument compared to the others
according to some limitations inherent to the use of commer-
cial aircraft, which are exposed in the following section.
4.2 Methodology
4.2.1 MOZAIC and IAGOS
One of the main obvious limitations with the use of com-
mercial aircraft as a scientific measuring platform is that air
routes and departure/arrival schedules are fixed by the air-
lines and, of course, strict airworthiness rules must be re-
spected for the safety of the passengers. This implies explic-
itly that we cannot have two aircraft flying too close from
each other to perform proper flight intercomparison exer-
cises as is often the case for field campaigns using multi-
ple research aircraft. Therefore, even though as shown in
the section above, there can be several IAGOS aircraft land-
ing or taking off at the same airport within a time differ-
ence less than 1 h (sometimes less than 10 min), we cannot
expect that they follow the same routes and, consequently,
that they always fly in the same physically and chemically
steady air mass. It is also reasonable to not expect perfect
1 : 1 regression for the comparisons; however, by choosing
adequate screening criteria for air masses and flight track co-
incidences, it is possible to get a good estimate of the internal
consistency of the instruments.
Figure 7 illustrates the method applied to each flight stored
in the database at the CNRS server in Toulouse. We present
the steps used for the operational phase of the QC proce-
dure in the IAGOS program. All the data used in the follow-
ing study are L2 final data provision (see also http://www.
iagos-data.fr, last access: 10 May 2021 and Petzold et al.,
2015 for details), which are the data that are distributed pub-
licly. For each individual flight, a Java script is triggered to
look for any other flight in the database that has landed or
taken off at the same airport within a time window of maxi-
mum 1 h. Some examples of the testing phase of this proce-
dure were presented in Nédélec et al. (2015). Figure 7 shows
an example with one aircraft equipped with the MOZAIC
system and one aircraft equipped with IAGOS system that
both took off at Frankfurt airport on 17 December 2012 with
only a 13 min time difference. As is often the case, the two
aircraft quickly headed to different destinations, taking dif-
ferent routes. After only few minutes, the distance between
the two tracks can be several hundred kilometers. The pro-
files of O3 and CO measured by these two aircraft are plotted
in Fig. 7c. The curves do not refer to the name of the air-
craft but to the serial number of the O3 or CO instrument
for MOZAIC or the serial number for Package1 in the case
of IAGOS. In this specific example, the MOZAIC aircraft is
mounted with the O3 instrument serial number 03PM and CO
instrument serial number 04PM that are compared with IA-
GOS Package1 serial number 03. On these two figures, hor-
izontal gray lines indicate where the air masses encountered
by the two aircraft present similar characteristics considering
the potential temperature (T ), the wind direction (WindDir)
and the potential vorticity (PV). The wind direction and the
temperature are measured directly by the aircraft sensors (see
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Figure 6. World map showing the total number of profile flight intercomparisons observed over airport cities since 1994 for the entire aircraft
fleet. The criterion for the maximal time coincidence is 1 h (1tmax ≤ 60 min).
Table 1). The atmospheric pressure and the absolute temper-
ature are also measured directly by the aircraft and are used
to derive the potential temperature. The PV, which is often
used to approximate the position of the dynamical tropopause
that separates the upper troposphere from the stratosphere
(Holton et al., 1995), is taken from the ECMWF operational
analyses and evaluated at the aircraft position (Sauvage et al.,
2017) by the FLEXible PARTicle dispersion model (FLEX-
PART; Stohl et al., 2005). Threshold values for the maximum
differences at equal barometric altitude of these screening pa-
rameters are summarized in Fig. 7b. To prevent the influence
of highly variable mixing ratios due to local sources of pol-
lution within the boundary layer, a lower baro-altitude limit
is also set to 2 km.
Figure 7d shows the scattergram plot produced with the
measurements made from the two aircraft and resulting from
the air mass filtering process (the points highlighted by the
horizontal gray lines in Fig. 7c). The gray area represents
the quadratic sum of the total uncertainties for each instru-
ment. Since all O3 and CO instruments for MOZAIC and IA-
GOS have the same characteristics, the gray zone represents
the area between C±
√
(2 ·1C)2, where C is the measured
mixing ratio and 1C is the total uncertainty of the measure-
ments. These scattergram plots are produced routinely for
each flight and at each validation step through the process
of data validation. Besides plotting the 1 : 1 line and the as-
sociated uncertainty, two main key performance indicators
are calculated. The first is the bias between the compared in-
struments. It is the mean of the distance from the 1 : 1 line for
every point. The second is more an indication of the disper-
sion by calculating the percent of measurements that remain
within the total instrument uncertainties. This is obtained if
each compared measurement agrees with





As it can be noted, the intercomparison plots chosen here, in
Fig. 7, correspond to an ideal case study. For O3, instrument
03PM measurements do not differ from P1 serial number 03
(mean bias of almost zero), and 98 % of the points are within
measurement uncertainties. For CO, with instrument 04PM,
the result is even better.
However, the information that we really want to reach for
the internal consistency is how each instrument performed
globally through its entire flight period compared to other
instruments flying during coincident periods. For example,
CO MOZAIC instrument 04PM of Fig. 7 was installed on the
Lufthansa A340 SN53 in December 2012 for a flight period
that lasted 448 d in total. It was the 13th time (FP no. 13)
that a CO instrument was operated on this aircraft. During
this operating time, 185 flights were found within a 1 h time
window and 12 279 points were found to be comparable ac-
cording to the same air mass similarity criteria used to pro-
duce Fig. 7. Figure 8 shows the scattergram plot that com-
piles all the available data for this flight period. On the ab-
scissa, the serial numbers of all the CO instruments that were
compared to 04PM are highlighted. As can be noted, the per-
formance indicators globally present a very good score with a
mean bias of−0.8 ppbv and 89 % of the points within the to-
tal measurement uncertainties. Consequently, it can be stated
confidently that the CO measurements of 04PM on Lufthansa
Airbus SN53 for FP no. 13 present, on average, a negligible
bias compared to the other instruments and in regard to the
measurement uncertainties.
The air mass similarity criteria thresholds were found by
testing the following method on several different FPs. First,
as is shown in Fig. 9 for the CO instrument 04PM (same FP
than in Fig. 8), we monitor the evolution of performance in-
dicators as we increase the temperature difference threshold.
The percentage of points within the uncertainty peaks at a
temperature difference of 0.25 K and the mean bias peaks at
1 K. For this flight period, we found 185 co-located aircraft
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Figure 7. O3 and CO profile intercomparisons on 17 Decem-
ber 2012 between MOZAIC Lufthansa msn-053 and IAGOS
Lufthansa msn-304. Both aircraft ascend from Frankfurt airport
within a 13 min time interval. The MOZAIC aircraft is equipped
with the instrument unit serial number 03PM for O3 and 04PM for
CO. Package1 mounted on the IAGOS aircraft is serial number 03.
The subfigures correspond to (a) aircraft ascent tracks; (b) air mass
screening criteria; (c) O3 (left) and CO (right) measurement in-
tercomparison profiles between the Package MOZAIC (black) and
IAGOS Package1 (red) instruments. Gray lines correspond to the
air masses matching according to the criteria in panel (b). The in-
strument serial numbers are indicated in the legend; (d) O3 (left)
and CO (right) scattergram plots comparing measurements from
MOZAIC instrument (ordinate) and the IAGOS instrument (ab-
scissa). The dotted line is the 1 : 1 line; the gray area displays the
total uncertainty for both instruments. Statistical information is also
displayed for each component (see text).
Figure 8. Scattergram plot compiling all the flight intercompar-
isons found for CO MOZAIC instrument serial number 04PM for
FP no. 13 on Lufthansa A340 msn53. The gray area represents the
total measurement uncertainty. Statistic scores are presented in the
figure legend.
Figure 9. Percentage of points within the uncertainty and mean bias
as function of the potential temperature difference measured by the
co-located aircraft found for CO instrument 04PM and for FP no. 13
on Lufthansa A340msn53. The total number of comparable points
according the air temperature difference is also shown. The maxi-
mum time difference between the landings or the takeoffs is 1 h.
which explain the large number (about 10 000) of compara-
ble points, even for a very restrictive threshold. Seeing the
rapid increase of the number of points and comparing the
results from others instrument units, we found that a temper-
ature difference threshold of 1 K would be a better compro-
mise for shorter FPs or for the ones with instruments that are
operated in remote areas with less aircraft rotation (fewer co-
located flights). To choose the two additional meteorological
air mass similarity thresholds, we set the temperature thresh-
olds to 1 K and successively iterate on the wind direction
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Figure 10. Internal consistency of the long-term O3 (a) and CO (b) measurement time series within the IAGOS program. Different symbols
are used to differentiate between the aircraft, and different colors are used for each airline. Symbol positions show the flight intercomparison
measurement mean bias for an instrument FP centered in the middle of the period. For CARIBIC, the symbol is position arbitrarily on the
timescale (see text).
and the potential vorticity difference increase for several FPs.
Then, we decided to apply the same thresholds to all the FPs.
For the time difference, we get better results for thresholds
less than 1 h (more steady meteorological conditions with re-
spect to the lifetime of O3 and CO); however, we found that,
for example, at Frankfurt airport, the number of co-located
flights is reduced by 50 % per 30 min.
This methodology is applied to each of the MOZAIC and
IAGOS instruments that flew on the IAGOS fleet, for all
flight periods since 1994 and for which data were delivered
as L2 to the scientific community. The results are gathered in
Tables 4 and 5, and a summary study is discussed in Sect. 5.
4.2.2 CARIBIC versus MOZAIC/IAGOS
The flight period clustering concept described above cannot
be applied to evaluate the performance of the CARIBIC mea-
surements compared to those from IAGOS and MOZAIC be-
cause CARIBIC operates for only several days every couple
of months, and therefore there are too few flight intercom-
parisons per period (maximum of one or two per flight se-
quence). However, if we apply the method considering the
whole CARIBIC operation starting from 2005 to now, we
found 101 and 114 flight intercomparisons for O3 and CO,
respectively, with, in total, 7254 and 7286 points of com-
parisons, and the vast majority of these profile coincidences
were found over Frankfurt airport until 2014, which is the
period before DLH moved the aircraft to Düsseldorf as the
home airport. Frankfurt has remained the home base of all
other MOZAIC and IAGOS aircraft. The performance indi-
cator results for CARIBIC are also presented in Sect. 5.
5 Results
The results presented in Figs. 10 and 11 constitute the mile-
stone of this study and more generally the QA/QC pro-
cess within the IAGOS program. They synthesize the statis-
tics gathered in Tables 4 and 5 and the outcomes of the
methodology presented in Sect. 4 applied to every O3 and
CO instrument that flew aboard every MOZAIC, IAGOS and
CARIBIC aircraft.
Figure 10 presents the time series of the O3 and CO mean
bias for all the instrument FPs from 1994 to 2020. For more
clarity, the choice was made to cluster the results from each
instrument’s FP and for each aircraft’s MSN. Different sym-
bols are assigned to distinguish between different aircraft and
a color is assigned for each different airline. Individual sym-
bols represent the mean bias of each instrument compared to
the others within their relative FP, except for CARIBIC (see
Sect. 4.2.2). For O3, it is easily noticeable in Fig. 10 that the
large majority of the symbols (including CARIBIC) remain
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Table 4. Table compiling all the MOZAIC and IAGOS flight intercomparisons O3 measurement statistics and information for each instru-
ment’s FP. The latter are gathered and enumerated per aircraft. “Start date” is the date of the instrument unit installation on the aircraft (start
of the flight period), “instr. serial” is the serial number of the instrument unit, “duration” is the length of the flight period in days; for “mean
bias” and “% consistency”, see Sect. 4.2 for explanation. “No. comparisons” and “no. points” are the number of collocated profiles and
collocated data points found according to the methodology described in Sect. 4.2.
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Table 5. Same as Table 4 but for CO.
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Figure 11. Dependency of the O3 (a) and CO (b) instrument measurement mean bias for each FP with the number of flight intercomparison
profiles. Different symbols are used for each distinct aircraft (same as Fig. 10); the yellow color is for the MOZAIC program and the blue
color is for IAGOS and CARIBIC.
within ±2 ppbv, which is the accuracy of the O3 Package1
and Package MOZAIC instruments, and that symbols are ho-
mogeneously distributed around 0 ppbv throughout the entire
IAGOS time series since 1994. The same results are evident
for CO in Fig. 10b, with most of the symbols falling within
the accuracy of the CO instruments (i.e., ± 5 ppbv), and the
symbols are homogeneously distributed around 0 ppbv. Fig-
ure 11 differs from the previous one by showing the mean
bias of the O3 and CO instruments according to the num-
ber of profiles that fit the criterion described in Sect. 4.2 for
each instrument’s FP since 1994. Each symbol is also associ-
ated with a distinct aircraft MSN; however, only yellow and
blue colors are used in this figure in order to differentiate be-
tween the aircraft equipped with the Package MOZAIC and
the IAGOS Package1 (CARIBIC has its own deep blue round
open circle). Figure 11 highlights that instrument mean bias
greater than ±2 and ±5 ppbv for O3 and CO, respectively, is
related to a low number of profiles that fit the criteria for the
comparison (less than about 10) per FP. This is due to three
main reasons: (1) if an airline has at least two of their aircraft
equipped with the system, the number of flight coincidences
might be reduced if one system is not working properly for
a long period of time; (2) the equipped aircraft are located in
a different home hub; (3) if only one aircraft is equipped by
that airline, there will be fewer flight coincidences. The coin-
cidences depend on the aircraft schedules which are not con-
trolled by IAGOS. IAGOS therefore tries to equip more than
one aircraft per airline. Another important result shown in
Fig. 11 is that the internal consistencies of the MOZAIC and
IAGOS instruments are similar. This result offers assurance
that despite the differences in instrumentation since IAGOS
began in 1994, the database of O3 and CO measurements can
be considered homogeneous.
6 Conclusions
As pointed out in Tarasick et al. (2019), a lack of informa-
tion on temporal changes in measurement uncertainties is an
area of concern especially for long-term trend studies of the
key compounds which have a direct or indirect impact on cli-
mate change. The IAGOS program (including MOZAIC and
CARIBIC) has measured O3 and CO within the troposphere
and the lower stratosphere for more than 25 years and repre-
sents the longest airborne time series for these two gases with
large coverage in time and space, particularly in the North-
ern Hemisphere. Since 1994, the aircraft instrument setup has
evolved to changing aeronautical regulations but much care
was taken to maintain the consistency of the measurement
over time. This was achieved by using the same robust and
well-recognized technologies based on UV absorption and
IR correlation for O3 and CO and by following the same cal-
ibration procedures from the beginning to now. In this study,
thanks to many flight profile coincidences to compare the
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measurements made by different IAGOS aircraft, we demon-
strated that the O3 and CO data, despite the change of instru-
ment setup over time, present no drifts in bias over time. The
study highlights the need for the IAGOS program to increase
the size of the fleet with at least two aircraft per airline not
only to increase the density of the measurement worldwide
but also to be able to closely monitor the performance of each
instrument unit mounted onboard.
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